MISSOURI DEPARTMENT OF HEALTH [REQE{_I{_E :
STATE PUBLIC HEALTH LABORATORY By Carol Day.

DATAMASTER MAINTENANCE REPORT

Complete this report in duplicate at the time of the regular monthly preventive maintenance check, and whenever instrument
is repaired. Send copy lo Department of Healih; retain originai in department file.

DATAMASTER SN - DATE OF INSPEGTION
RICHMOND HEIGHTS POLICE DEPARTMENT 201201 08/22/2009
LOGATION OF INSTRUMENT (STREET AND CHTY) FIME OF INSPECTION
7447 DALE AVENUE RICHMOND HEIGHTS, MO 63117 2052

CHECKLIST: Place a check (v) to the lelt of each item if found to be satisfactory or if operating within established Hmits. (Wrlile
in observed values where delermined.) Unchecked ilems must be corrected belore using instrument,

¥l DIAGNOSTIC CHECK {PRINTOUT ATTACHED)

COMPUTER ) pETECTOR

V1 prOGRAM - [ FiLTeRs

i) HEATERS SAMPLE CHAMBER __ 7 -C /) QUARTZ STANDARD
¥} FLow DETECTOR V] cALIBRATION

i) PUMP HIGH SPEED 4 prINTER

/] INDICATOR LIGHTS

¥] TiME AND DATE

/] SIMULATOR TEMPERATURE (34 °C 4 0.2°C)

/] CALIBRATION CHECK -
Run three tests using a standard solution. All three fests must be wilthin + 5% of the standard value and must have a
spread of .005 or less. Check the box corresponding lo the standard solution being used. (PRINTOUT ATTACHED) (USE
RECIRCULATION PUMP)
0.100% STANDARD - MUST READ BETWEEN 0.085% and 0.105% INCLUSIVE

0J 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 ™ .096 TEST2 & .097 TEST3 ™ 098

PERFORM R.F.1. TEST (PRINTOUT ATTACHED)

[/ NnuMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: {DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS (¢ {0-.04) 0 {.05-.09} 0 {10-.14) 0 (.15-.19) 2 {Over .19} 0

tList any new parls and describe any alleration or modification thal was made to resiore the instrument lo operate salisfactorily
and within established limils (use other slde if necessary)

GUTH LABORATOQRIES, INC. SOLUTION USED .10% LOT # 09120 EXPIRES 04/10/2010

{INSPECTING OFFICER = = .+

SIGNATY, !1 :
Fo// A&WM > JEFF ASHTON

TYPE 11 PERMIT J{/MBERIEXPIRATION DATE . TELEPHONE NUMBER

820230 EAPIRES 07/31/2010 (314) 645-3000

MO 5801468 (9-94) Ay L';:.\L CUFGRIUNITY A FRVANVE ACTION EMPLOYER iab.-116

Yervs 68 provodit ona nanheeam natdry bats




® |
AI@ GUTH LABORATORIES, INC.

590 NORTH 67th STREETY ® HARRISBURG, PA 17111- 4511 ® TELEPHONE: T17-564-5470

'Ll

CERTIFICATE OF ANALYSIS
Certified .Alcohol Reference Solution for Simulator

Raﬁdom Sampi‘es of Lot Number 09120 of
Alcohol Reference -Solution for Simulator were analyzed by
gas chromatography and found_ to contain 0.1193 percent
(w/vol) e'tll.'lyl alcohol. The expiration date for this lot
number is April 8, 2010 at 11:59 PM. |

When used in a calibrated Simulator, operating at
34°C /- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of tesf interfering substances.

CERTIFIED ALCOHOL REFERENCE
SOLUTION FOR SIMULATOR Ted L. Pauley, Presidet

09120 4/8/09 4/8/10 GUTH LABORATORIES, INC.
LOT NO. MFG. DATE EXP. DATE A
275 Gal. 500 ML
LOT VOL. BOT. VOL. BOT. NO.

When this reference solution is used with a breath
simulator certified by Guth Laboratories, a properly
operating instrument will read 0.10
For additional information contact:

Guth Laboratories, Inc,
500 North 67" Street, Harrisburg, PA 17111
Toll Free 800-233-2338

Rev. 4/02 ®




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

ETATE OF MIZSZ0URI
RICHMOMD HEIGHTE POLICE

BAC TATAMASTER SERIAL HUMBER 2EigBl.
B2-22-09 o
ZHERTSS

m

——— DIRGHOSTIC CHECK ---

COMPLITER: OKAY
PROGEAT: OKRY
HEATERS
EAMPLE CHAMBER: 45
FLOW DETECTOR: AL
FLFF
HIGH SPEEI: OKRY
DETECTOR: GKAY
FILTERS: : akayY
T QUARTE  STAMDARD: OEAY
CALTBRATION: OKAY

PRINTER TEST
TNRENE )k, -, FB123456TE9 | <=>7ERBCDEFG
HIKLMMOPRRSTUYWHEYZLN 1" ahcde fahijk lmno
parstoswaygz {1 ¥+

{O 207
QPERATOR SIGNATURE [ 7 Oﬁ AX A‘f‘dn
1
Cavd Stock No. ﬂ

60021

REQRDER ALL SUPPLIES FROMN.P.AS.
P.0O. BOX 1435, MANSFIELD OH 44501




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

ETATE oF MISEQURI
RICHMOND HEIGHTS POLICE

BAC DATAMASTER SERIAL HUMBER 2E1201.
a8-22/,a9

TEETING OFFICER:
REHTON-JEFF
OFFICER I.In: 287
FERMIT HUMBER: BE6Z36
EXPIRRTION DATE: @7-21-1@
MISCELLANECUE DATA:
BLARE TESTE

———- EUPERWISOR MODE ---

ELAMK TEET . GGE 2@:57
INTERHAL STAHDARD VERIFIELFN E&:57
EXTERNAL STAMDARD . 896 2B:187
BLAHK TEST . BRG r={S HitEd
EXTERHAL STAMDARD =T 2 5g
BLANK TEST G lc o) 2a: 59
EXTERMAL ESTRHIARD . B398 2a: 59
‘JELHHK TEST . 08 zl:ioa
H=23
M. = .t
AVG. = 697

0 207
OPERATOR SIGNATURE /' ¢ i %Aﬁa
Card Stock No. /
60021

REQRDER ALL SUPPLIES FROM N.P.AS.
P.C. BOX 1435, MANSFIELD OH 44501




FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

STATE OF MISEOURI
RICHMOHD HEIGHTS POLICE

BAC DATAMASTER TERIAL HUMBER 261201.
Qo 28 a9

ARREST TIME: 2@ 1S
TUBJECT NHAME:
IGE .~ JOHMNAK
BOR: Bg-22-0A SEM: M
STRTE-D.L,: MO~-123456787
ARRESTIMG GFFICER:
ASHTON-JEFF
OFFICER I.DInG 287
TESTING OFFICER:
ASHTOMS JEFF
OFFICER I.D.t 268¥
FERMIT HUMEER: B2BZ26
EXFIRATION DATE: &7-21-1@
MISCELLANEOUS DATA:

RFI TEET
NA
-—-—~ BREATH AMALYEIS ---
ELARE TEET . BEa 21:84
INTERMAL STANDARD YERIFIED 21:84

RADIO INTERFERENCE

% ro
QPERATOR SIGNATURE /O O/ AHA /

Card Slock Ne. - V
60021

AECRDER ALL SUPPLIES FROMNP.AS.
- .0, BOX 1435, MANSFIELD OH 44901
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PERMIT
" TYPE I

JEFFREY ASHTON
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' DATAMASTER

munmm«umandmmiumq,m{mn
for e o the provisions of sections 577.020 through BTT.041, EMo 1968,

031108

0773172010

- Divecior, Depariment of Hoslth

HO BT 00




